Assessing the reproducibility of an analytical method.
The reproducibility of a validated analytical method may require reassessment because of various reasons, such as the transfer between laboratories or companies, changes in the instruments or software platforms (or both), or changes in critical reagents, among others. This paper is a demonstration of an assay bridging study in evaluating reproducibility. The approach is simple but very informative and offers many advantages over existing approaches.